ﬁ Michelli WATER METER ACCURACY TEST CERTIFICATE
o WEIGHING & MEASUREMENT

FlowTest 2.0 - Bench 1 - SIMULATED DEMO DATA
ABORTED

Serial number 7 Test date October 27, 2026 1:01 AM
Manufacturer / mod Badger Meter 33 Operator Demo operator

Meter type / size  Positive displacement, 5/8" Standard AWWA C700 / M6

Register unit Gallons Profile 5/8" Positive displacement

Location / account Profile version default-2026.1 (verify)

Connection valve Ball, 5/8" Reference Gravimetric + master meter check

As-found / as-left  803622.3 / - gal

Test aborted: High flow (15 gpm): flow did not stabilise (last 6.235 gpm)
TEST RESULTS

Target
gpm

Master Registered
gal gal

- %

Test point Avg gpm Actual gal Accuracy Limits Result

Accuracy = volume registered by the meter + actual volume x 100. Gravimetric volumes are corrected for water density at the test
temperature and for air buoyancy. Limits are from the profile shown above; confirm them against the current edition of the standard
and the utility's specification.
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